Veno-venous extracorporeal membrane oxygenation in surgery for bronchial repair.
Single-lung ventilation using a double-lumen endobronchial tube is often performed for surgical procedures involving the thorax. Tracheobronchial rupture during use of an endobronchial tube is an uncommon and serious complication. We present the case of a patient undergoing a right pneumonectomy who experienced a bronchial rupture due to a double-lumen endobronchial tube. Institution of veno-venous extracorporeal membrane oxygenation allowed removal of the endobronchial tube, and the repair was successfully performed. We hope that this information can provide further insight into the management of such a complication.